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Abstract: The continuing efforts of investigators to achieve the best physical and clinical performances from PET 

(positron emission tomography) and related hybrid cameras (PET/CT and PET/MRI) have led to remarkable technical 

advances in hardware and software. 

Time of flight (TOF) information measurement, which has been enabled thanks to the invention of fast, heavy crystals and 

advances in fast light detection sensors and readout electronics, is used to obtain the PET images of better quality and 

lesion-detection performance. Statistical reconstruction with resolution recovery and measurements of depth of interaction 

(DOI) are the useful software- and hardware-wise approaches for enhancing the spatial resolution of reconstructed PET 

images. These technical advances along with an expansive increase in the number of PET and PET/CT examinations 

performed are facilitating the widespread use of PET scanners with specific detector structures and arrangements for 

particular applications or organs. Combined multimodal imaging systems are also in the development mainstream of these 

PET systems. 

In this paper, these important technologies (TOF measurements, statistical reconstruction with resolution recovery, DOI 

detectors, and application-specific PET cameras) that have made major contributions to advances in state-of-the-art 

clinical and preclinical PET and hybrid systems are reviewed. 
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INTRODUCTION 

 Positron emission tomography (PET) is a major in vivo 
biomedical imaging modality that provides spatial 
information on the biochemical, functional, and molecular 
processes taking place in the living body. PET has unique 
roles during the evaluation of many diseases and is a key 
research tool during studies on experimental animals [1-4]. 

 The incorporation of accurate anatomical and PET 
information has been made possible by combining PET with 
X-ray computed tomography (CT), and this development has 
made a major contribution to the expansion of PET for 
clinical uses (Fig. 1A) [5, 6]. In addition, the noiseless 
spatial information on photon attenuation provided by X-ray 
CT provides PET images of better image quality and 
quantitative accuracy and reduces PET examination times, 
which improves diagnostic confidence, convenience for the 
patient, and study throughput. Hybrid PET imaging has 
advanced rapidly to the integrated development of PET and 
magnetic resonance imaging (MRI), a major anatomical and 
functional imaging modality (Fig. 1B) [7-10]. 

 The continuing efforts of investigators to achieve the best 
physical and clinical performances from PET cameras have 
led to remarkable technical advances in PET hardware and 
software. Thanks to the invention of fast, heavy crystals, 
such as, LSO and its generic versions (LYSO, LGSO, LFS,  
 

 

*Address correspondence to this author at the Department of Nuclear 

Medicine, Seoul National University College of Medicine, 28 Yungun-

Dong, Chongno-Gu, Seoul 110-744, Korea; Tel: 822-2072-2938; Fax: 822-

745-2938; E-mail: jaes@snu.ac.kr 

and others) [11, 12], and advances in fast light detection 
sensors and readout electronics, time of flight (TOF) 
measurements, which used to be regarded as clinically 
irrelevant, have once again attracted attention for use in 
clinical PET cameras [13, 14]. In addition, the hardware- and 
software-wise approaches (i.e., depth of interaction (DOI) 
measurements and resolution recovery reconstruction) used 
to overcome the physical limitations of PET spatial 
resolution and to improve the noise properties of PET 
images, are also being rigorously pursued and being applied 
to preclinical and clinical PET systems. 

 These technical advances along with an expansive 
increase in the number of PET and PET/CT examinations 
performed are facilitating the widespread use of PET 
scanners with specific detector structures and arrangements 
for particular applications or organs. Combined multimodal 
imaging systems are also in the development mainstream of 
these PET systems. 

 In this paper, I review some of the important 
technologies that have made major contributions to advances 
in state-of-the-art clinical and preclinical PET systems and 
PET hybrid systems. The four topics selected for review are; 
1) TOF measurements, 2) statistical reconstruction with 
resolution recovery, 3) DOI detectors, and 4) application-
specific PET cameras. 

TIME-OF-FLIGHT PET/CT AND PET/MRI 

Principles of TOF PET 

 TOF measurements represent one of the most important 
technical advances in the clinical PET/CT instrumentation 
field [13]. The two 511 keV gamma rays emitted when a 
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positron and electron mutually annihilate each other arrive at 
PET detectors at different times if they have not been 
generated at the exact center of two detectors. Furthermore, 
if we could measure differences between arrival times 
precisely, we could pinpoint annihilation positions. The 
annihilation positions of gamma ray pairs (distances from the 
geometric center to annihilation positions) can be determined 

using d = c (t1-t2)/ 2 (c: speed of light = 3 x 10
8
 m/sec, t1-t2: 

difference between the arrival times of gamma rays) (Fig. 
2A). Accordingly, given ideal conditions, we do not need to 
use any complex image reconstruction algorithm based on 
inverse problem solving techniques to obtain tomographic 
PET images. 

 

 

Fig. (1). Hybrid PET images. (A) PET/CT. (B) PET/MRI (Reprinted from [7]). 

 

Fig. (2). Uncertainty of annihilation position in PET (A) with accurate time of flight (TOF) information. (B) With uncertain TOF 

information. (C) Without TOF information. 
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 However, the timing resolutions of currently available 
clinical PET detectors based on cerium-doped lutetium 
silicates (i.e., LSO and LYSO) are of the order of 600 
picoseconds (FWHM) [14], which equates to a positional 
uncertainty of ~ 9 cm, which is not low enough to provide 
clinically relevant PET images based on positional 
information alone (Fig. 2B). 

 However, TOF information can be used to reduce 
background noise in back-projection based reconstruction 
images. This is because the back-projected events can be 
confined within areas around estimated annihilation 
positions, as shown in Fig. (3A), which can then be 
compared with back-projection without TOF information, as 
shown in Fig. (3B). 

Benefits of TOF PET 

 Improvements in signal to noise ratio (SNR) achieved by 
incorporating TOF information (amount of variance 
reduction) are described by:  

tc

D
f =

2
 

where D is the size (diameter) of the emission source and t 
is the coincidence timing resolution of the TOF PET system 
(i.e., 3.9 for D=35 cm and t = 600 ps) [15]. 

 Thanks to the SNR enhancements during TOF PET 
reconstruction, we can obtain PET images of better quality 
and lesion-detection performance, or reduce either scan 
times or the radiopharmaceutical doses administered, as 
illustrated in Fig. (4) [16, 17]. This would be especially 
beneficial in large patients, because SNR improvements are 
proportional to object size (D), as shown by the above 
equation. In oncologic FDG PET studies of heavy patients 
(weight  115 kg, BMI  38), images reconstructed using 
TOF showed better structural details and depicted lesions 
more clearly with higher uptake than images reconstructed 
without TOF (Fig. 5) [16]. More benefits, in terms of 
contrast-to-noise ratio (CNR), can be obtained in central and 
low- or medium-count regions than in eccentric and high-

 

Fig. (3). Background noise propagation in (A) TOF reconstruction and (B) conventional non-TOF reconstruction. 

 

Fig. (4). Benefit of TOF PET in the image quality and scan time assessed with 35-cm-diamter phantom with 2 cold and 4 hot spheres 

(Reprinted from [16]). 
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count regions [18]. In addition, increased patient throughput 
due to reduced scan times, and reduced radiation exposure 
achieved by reducing radiopharmaceutical doses are 
important benefits of TOF measurements from the practical 
and ethical viewpoints. The potential usefulness of TOF 
measurement in I-124 PET, which has attracted much 
interest for dose monitoring in radio-immunotherapy because 
of its long half-life (4.2 days) [19], is also evident, because 
the improved SNR in TOF PET can compensate for reduced 
I-124 PET sensitivity caused by its low branching ratio for 
positron emission (0.23) [20]. 

TOF and Limited Angle PET 

 TOF information is also useful for reducing 
reconstruction artifacts in limited angle PET cameras. 
Although a solid ring with full angular coverage is the most 
common PET geometry, partial ring configurations are also 
used when the open PET geometry is preferable, because it 
allows easier patient access. Partial and split ring 
configurations for breast dedicated PET enable PET-guided 
biopsies to be performed on suspicious breast tissues [21]. 
Such open PET geometries are also attractive for those 
developing in-beam PET scanners to monitor 

+
 activity 

distributions generated by charged-hadron irradiation for 
radiation therapy [22]. In this specific application, closed-
ring PET detectors pose spatial challenges if the horizontal 
and rotating radiotherapeutic beam lines are utilized. 
Furthermore, partial ring systems with longer axial rings are 
more beneficial than full ring systems with respect to 

maximizing geometric detection sensitivity for a given 
number of detectors [23]. 

 However, despite these advantages of partial ring PET 
geometry, its use has been limited because it is prone to 
serious reconstruction artifacts due to limited angular 
sampling. Although detectors can be rotated to obtain 
complete data and prevent these artifacts, the implementation 
of rotating detectors is technically challenging, and 
undermines the merits of the open PET geometry. On the 
other hand, TOF information allows limited-angle artifacts to 
be reduced without incorporating detector rotation, because 
the back-projection of data is restricted in a narrow region, 
for example, the elongation of image intensity in a direction 
perpendicular to the detectors in non-TOF PET images can 
be reduced using TOF information (Fig. 6) [21-23]. 
Coincidence timing resolution is an important determinator 
of the degree of artifact reduction, and individual partial ring 
configurations have different required timing resolution 
levels. 

Potential of TOF PET/MRI 

 PET/MRI scanners with TOF measurement capability 
will have the same advantages as TOF PET/CT. However, 
the implementation of MR-compatible PET systems with 
sufficient timing resolution for TOF measurements is 
technically challenging because the photomultiplier tube 
(PMT) that is conventionally used as a photo-sensor for PET 
scintillation detectors does not operate properly in the 
presence of a magnetic field. In spite of this incompatibility 

 

Fig. (5). Benefit of TOF in FDG PET studies of heavy patients. Better lesion detection performance can be obtained in TOF PET relatively 

to non-TOF PET (Reprinted from [16]). 
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between PMT and magnetic fields, PMTs have several 
advantages over other photo-sensors, e.g., relatively high 
gain, fast response, and low cost. In addition, PMTs better 
tolerate changes in operating conditions. Based on the 
proven merits of PMTs, Philips (the company that 
introduced the first commercial TOF PET/CT scanner) is 
developing a PET/MRI system in which the PMT-based 
TOF PET scanner is combined with a 3.0T MRI machine 
(Fig. 7). The TOF PET and 3.0T MRI scanners are operated 
in the same scanning room, in which they are separated by a 
face-to-face distance of ~2.5 m and a rotating bed placed 
between the scanners is used to present patients to the 
scanners. This approach is made possible because a self-
shielded MRI machine is used, which reduces the magnetic 
field to less than 50 Gauss at the PET gantry. In addition, 
shielding materials are used to protect individual PMTs and 
the PET gantry. 

 

Fig. (7). Design concept of TOF PET/MRI with separate scanners 

suggested by Philips. PMT-based TOF PET scanner is combined 

with state-of-art 3.0T MRI device (Courtesy of Philips Medical). 

 PMT-based PET detectors have limited performance for 
the fully integrated PET/MRI scanners designed for 
simultaneous PET/MR imaging that does not require the 
patient transfer between the scanners. For this approach, 
PMTs are coupled to optical fibers that transfer visible light 
photons generated by scintillation crystals located inside the 
MRI magnet, and thus, can be operated in environments 
isolated from strong magnetic fields [24-27]. However, the 
significant light loss that occurs during optical transfer leads 
to a degradation of timing resolution, and thus, it is 
suspected that PMT/optical fiber approaches are likely to be 
unsuitable for TOF PET/MRI scanners [28]. 

 Although simultaneous PET/MRI scanners utilizing 
avalanche photodiodes (APDs) have been successfully 
applied during the development of preclinical and clinical 
MR-compatible PET detectors [7, 29, 30], the use of APDs 
is not likely to provide TOF capability. Although APDs have 
several advantages, such as, a compact size and insensitivity 
to magnetic fields, the major concern regarding the use of 
APDs for TOF measurement is that the timing resolutions of 
the array and position-sensitive types are limited [31]. 

 On the other hand, Geiger-mode APDs (G-APDs), a 
relatively new type of semiconductor photo-sensor, are more 
promising than conventional APDs for MR-compatible TOF 
PET detectors [10, 31]. Although they are referred to using 
different names by different manufacturers, such as, SiPMs, 
SSPMs, and MPPCs, G-APDs have a common structure of 
parallel inter-connecting micro APD cells operated in 
Geiger-mode (Fig. 8). The amplitudes of output signal from 
G-APDs are proportional to the number of micro cells 
activated by the individual incident photons, which enables 
spectroscopy to be used to measure the energies of detected 
gamma rays (Fig. 9) [32, 33]. In addition to the exceptional 

 

Fig. (6). TOF measurement in limited-angle PET. (A) Detector arrangements for complete (left) and limited-angle partial ring (middle and 

right) ring PET cameras. (B) Reconstructed image with TOF information (timing resolution = 200 ps). (C) non-TOF reconstruction. 

(Reprinted from [21]). 
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high signal amplification (10
5
~10

6
) achieved, G-APDs have 

good timing resolutions, which positions them well for use 
as photo-sensors in TOF-capable, fully integrated PET/MRI 
scanners. For example, two LYSO/MPPC detectors yielded a 
coincidence timing resolution (at FWHM) of 240 ps, which 
compared well with that of a fast PMT (Fig. 10) [34]. 

RESOLUTION RECOVERY RECONSTRUCTION 

Resolution Degrading Factors in PET 

 Several factors determine the spatial resolutions of PET 
scanners. High energy 511 keV gamma rays require a 
relatively large detector element as compared with X-ray CT, 
which detects relatively low energy photons. Positron range 
(the distance traveled by a positron before it undergoes 
annihilation) and displacement errors, which are caused by 
the non-collinear annihilation of gamma ray photons, also 
degrade spatial resolution (Fig. 11). Furthermore, spatial 
resolutions are further reduced when light signals from 
scintillation crystal arrays are not read individually, but 
rather multiplexed using the light sharing or resistive charge 
division methods to reduce the number of readout channels. 

 

Fig. (9). Response of G-APD that is proportional to the gamma-ray 

(Reprinted from [33]). 

 At the peripheral region of the FOV in ring type PET 
scanners, parallax error makes the spatial resolutions worse 
and non-uniform (Fig. 12). In ring type PET cameras, 
gamma ray pairs emitted from a position far from the center 
of ring (at the edge of the FOV) enter scintillation crystals at 
significant angles of incidence. Because the front surface 
areas of crystals in PET cameras are small (1 x 1 mm

2
 for 

small animal ~ 4 x 4 mm
2 

for human), to obtain sufficient 
spatial resolution, the path length of gamma rays in 
individual crystals is relatively short as compared with the 
attenuation length of 511 keV gamma rays (i.e. 11.4 mm in 
LSO), and as a result, significant numbers of photons cannot 
be captured by the first-met crystal, and incorrect positioning  
 

 

 

Fig. (10). Timing properties of G-APD. (A) Output pulses from 

PMT and G-APD. (B) Coincidence timing resolutions measured 

with LYSO/G-APD pairs. (Reprinted from [34]). 

 

Fig. (8). Structure of Geiger-mode APD (G-APD): micro APD cells operated in the Geiger-mode are inter-connected in parallel way 

(Courtesy of Hamamatsu Photonics). 
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of the interaction point as a consequence of crystal 
penetration (parallax error) is possible (as illustrated in Fig. 
12). Furthermore, the use of longer crystals to enhance 
sensitivity increases parallax errors, which affect a large 
proportion of FOVs in small ring PET cameras, such as, 
small animal dedicated scanners. Therefore, the spatial 
resolution of PET is limited and not uniform across the FOV. 
Although some optimal filters, such as, the Metz and Wiener 
filters are used for resolution recovery in gamma camera or 
SPECT images, they are rarely employed during modern 
PET data processing. 

 

Fig. (12). Parallax error at the peripheral region of the FOV in ring 

type PET camera (Reprinted from [101]). 

Resolution Recovery Modeling 

 Iterative statistical reconstruction is now a standard PET 
reconstruction method for clinical PET data, and spatial 

resolution can be enhanced by incorporating a resolution 
degradation model in the iterative reconstruction procedure 
(Fig. 13). The accurate description of the relationship 
between the image and projection spaces by a system matrix 
(each element of the matrix represents the degree of 
association between each image voxel and each projection 
element) is an important factor that determines the image 
quality achieved by statistical reconstruction [35]. In 
conventional method, the system matrix is determined using 
the intersection lengths or areas between lines of response 
(LOR) and voxels [36-38]. However, these methods are not 
accurate enough to describe this relationship, because 
resolution degradation due to the above-mentioned physical 
factors is not considered. 

 

Fig. (13). Iterative statistical reconstruction incorporating a 

resolution degradation model (Modified from [101]). 

 To derive a more realistic system matrix that incorporates 
degradation factors, several methods have been suggested 
and used, such as, analytical calculations, Monte Carlo 
simulation, and point source measurements [35, 39-41]. 

 

Fig. (11). Positron range and non-collinear annihilation: degradation factors for PET spatial resolution (Reprinted from [101]). 
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Although this resolution modeling is usually performed in 
projection space, modeling in image space is possible and 
can be implemented fairly easily [42]. 

 These improved system modeling approaches both 
enhance spatial resolution and reduce statistical noise (at the 
expense of computation time) (Fig. 14). Accordingly, the 
improved lesion to background contrast and lesion detection 
performance can be achieved (Figs. 15, 16) [42, 43]. In 
addition, the improved spatial resolution using these 
techniques contributes to the enhancement of quantitative 
accuracy particularly in small lesions. Although the 
improved spatial resolution and image quality obtained using 
this approach increase computation time due to the 
complexity of the system matrix, fast reconstruction  
techniques based on advanced modern computer technology 
using CPU clusters and/or graphic processing units (GPU) 
allows clinically relevant reconstruction times [44-49]. 

 

Fig. (14). Effects of resolution recovery reconstruction: 

reconstructed images of the point sources (A) without and (B) with 

resolution recovery modeling. 

Hybrid Approaches 

 Further improvement in the benefits of resolution 
recovery reconstruction can also be achieved by combining 

this method with other hardware-driven advanced 
technologies, such as, those that provide DOI position 
measurements and TOF information [13, 50]. In a recent 
study, Kadrmas et al. [13] showed that when TOF 
information is utilized in conjunction with resolution 
recovery modeling, lesion detection performances are 
improved both in numerical and human observer tests as 
compared with either technique resolution recovery or TOF 
alone (Fig. 17). 

DEPTH-OF-INTERACTION MEASUREMENTS 

 DOI measurements provide another useful means of 
improving detection sensitivity and spatial resolution, 
especially those of small bore ring-type PET cameras (e.g., 
brain, breast, and animal PET) because the parallax error 
mentioned above can be corrected using DOI information 
(Fig. 18). Many creative suggestions have been regarding the 
measurement of DOI in scintillation detectors. These 
methods can be divided into two approaches. 

Discrete DOI Encoding 

 Discrete DOI encoding involves the recoding of DOI 
data using multiple discrete layers of crystal blocks. These 
approaches can be further categorized based on the method 
used to identify the crystal layer containing individual 
gamma ray interactions. 

 The most direct method involves reading the light output 
from each crystal block using thin semiconductor photo-
sensors (e.g., avalanche photodiodes (APDs)) (Fig. 19A) 
[51]. Although this method provides DOI information 
intrinsically, the large numbers of photo-sensors required 
increase development and manufacturing costs. 

 DOI information can be also obtained using light emitted 
from the rear surfaces of stacked, optically coupled, multiple 
crystal blocks [52-57]. This method offers cost advantages 
over the above-mentioned direct readout from crystal layers 
method, because no additional photo-sensors are required. 
According to this approach, two or more layers of pixelated 
crystals with different scintillation decay times are stacked 
and the shapes of output pulses obtained from photo-sensors 

 

Fig. (15). Resolution recovery reconstruction in a clinical case (head and neck cancer patient). Images in the right column were reconstructed 

using resolution recovery modeling and compared with the conventional methods (left and middle). (Reprinted from [42]). 
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coupled to these crystals are analyzed to determine the 
interaction position (so-called pulse shape analysis or pulse 
shape discrimination) (Fig. 19B). This DOI encoding method 
has been applied to several commercialized DOI PET 
scanners. In the latest commercial version of the brain-
dedicated HRRT scanner, 10-mm long LSO and LYSO 
crystals are employed with decay times of 40 and 53 ns, 
respectively. 

 

Fig. (16). Projection images of mouse skeletal F-18 PET 

reconstructed (A) without and (B) with resolution recovery 

modeling. (Reprinted from [43]). 

 

Fig. (17). Conjunction of TOF information with resolution recovery 

(RR) modeling. (A) RR only. (B) RR+TOF. (Reprinted from [13]). 

 

Fig. (18). Enhancement of spatial resolution using DOI 

information. (Reprinted from [101]). 

 

Fig. (19). Discrete DOI encoding methods. (A) Light readout from 

each individual crystal layer. (B) Pulse shape discrimination. (C) 

Relative offset method. (D) Combination of (B) and (C). 

 In the GE eXplore VISTA, a commercial version of the 
ATLAS animal PET scanner developed by the NIH group, 
LYSO (40 ns decay time) and GSO (60 ns) crystals of total 
length 15 mm (7+8) are used [54]. For pulse shape 
discrimination, the so-called delayed charge integration 
method is used, whereby the last dynode signal of the 
photomultiplier tube is split into two parts. One of these 
parts is fully integrated from the start for an integration 
period (full), whereas the other is integrated after a delay for 
equal integration period (delayed) [53]. Crystals with 
different decay times have different delayed/full ratios, 
which enables DOI discrimination. In the LabPET scanner,  
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the PET component of the Triumph pre-clinical 
SPECT/PET/CT system produced by GE, LYSO and LGSO 
crystals coupled to APD detectors are employed, and digital 
signals are sampled using fast free-running ADC and 
analyzed using an adaptive filtering scheme to discriminate 
the interaction position [55]. In addition, to the above-
mentioned commercialized scanners, the feasibility of the 
pulse shape discrimination method has been confirmed by 
several other research groups [56, 57]. 

 The relative offset method provides another means of 
obtaining DOI information using stacked crystal layers and a 
single-end readout. According to this approach, one of two 
crystal layers is shifted by half a crystal pitch in both the 
horizontal and vertical directions (Fig. 19C) [58, 59]. Visible 
light photons emitted from the crystals are read by position-
sensitive PMT or by multi-channel PMT, which provide the 
centroid of the light distribution, which is also shifted 
between the crystal layers. Accordingly, 3D positional 
information of a gamma ray interaction can be obtained from 
the 2D flood map of the PMT output (spatial distribution of 
the centroid of each event). The Shimazu Clairvivo small 
animal PET employs this method to improve the sampling 
rate in the axial direction [60]. A four layer configuration of 
this approach is also possible, and is achieved by shifting the 
second and third layers only in the horizontal and vertical 
directions, respectively, and the forth layer in both directions 
relative to the first layer [61]. A similar light spreading 
method, in which the centroid of light spreading is shifted in 
the same way without offsetting a crystal layer has also been 
applied to the development of a brain-dedicated PET (jPET-
D4 of the NIRS, Japan) [41, 62]. 

 By combing the above-mentioned approaches, crystal 
layer numbers can be further increased (Fig. 19D). Hong et 
al. demonstrated the feasibility of combining the relative 
offset method and the pulse shape discrimination method for 
3 or 4-layer DOI detectors [57]. Eight-layer DOI detectors 
could be also devised by combining the 4 layer encoding 
method, the relative offset or jPET method, and the pulse 
shape discrimination method [63]. 

Continuous DOI Encoding 

 Continuous DOI encoding within scintillation crystals 
offers another means of DOI encoding. This method does not 
require multiple layers of crystals, and thus, is cheaper in 
terms of crystal costs and crystal block assembly. Several 
different continuous DOI encoding schemes have been 
proposed. 

 One of the most popular methods involves the signal 
readout of scintillation light from both ends of a pixelated or 
discrete crystal (a narrow, long crystal element of a crystal 
block) (Fig. 20A) [64-66]. The ratio of the signals obtained 
from both ends is compared to determine the interaction 
position within the crystal. Because the closer detector 
allows higher geometric efficiency and the light is partly 
absorbed by the scintillation crystal itself, higher signal 
amplitudes are obtained at ends closer to gamma ray 
interaction positions. Solid-state photo-sensors are 
commonly used for light readout from the front surfaces of 
crystals directed toward the object. In a recent study, a DOI 
resolution of ~ 2 mm was obtained using this approach and a 

2 position-sensitive APD and LSO crystal block with ~ 1 x 1 
x 20 mm

3
 crystals [66]. 

 DOI estimations from arrays of discrete crystals using the 
single-end readout scheme are challenging, but offer an 
attractive approach, because the same numbers of crystals 
and photo-sensors are required as in conventional non-DOI 
PET detectors. The Washington University group proposed a 
single-end readout method in which they estimated DOI 
information based on light sharing along the long length of a 
pair of crystals [67, 68]. Using this approach, all non-shared 
long surfaces are covered by reflective material and light 
sharing between these long surfaces is tailored so that less 
light sharing occurs when the interaction position of a 
gamma ray in a crystal is closer to the surface of the photo-
sensor. Therefore, the ratio of light output from photo-
sensors attached to only one end of crystals provides DOI 
information. Recently, the Seoul National University group 
devised a 2-directional (2D) light spreading method using a 
multi-channel PMT to measure light spreading in discrete 
crystal blocks. Accordingly, to this method, both the extent 
and direction of the 2D light dispersion is shaped using a 
reflector grid structure with triangular teeth, which enables 
DOI measurements at resolutions of better than 2 mm for a 
crystal block with 1.5 x 1.5 x 20 mm

3 
crystals [69]. 

 The extent of light dispersion in a monolithic crystal 
(crystal slab) also provides DOI information in a continuous 
manner (Fig. 20B). Because only the single crystal slab is 
used, manufacturing costs are lower than approaches that use 
discrete crystals [70, 71]. Although simple centroid 
positioning algorithms (e.g., Anger logic) have limited 
performances in terms of intrinsic spatial resolution, 
positional linearity, and effective FOV, they could be 
improved by using statistical estimation algorithms (e.g., the 
maximum likelihood estimation) [72]. 

 Quasi-monolithic crystal arrays use a combination of 
monolithic and discrete crystals [73]. Accordingly, to this 
method, crystal elements are separated from each other in the 
axial direction but are monolithic in the trans-axial direction 
(Fig. 20C). Because only trans-axial and DOI positions 
should be estimated from monolithic crystals, positional 
accuracy and DOI estimations may be better than those 
determined using the pure monolithic crystal approach. The 
same group recently proposed cross-stacking two layers of 
quasi-monolithic crystal arrays to extend the total crystal 
thickness to 20 mm, while maintaining the advantages of a 
quasi-monolithic detector, and achieved a spatial resolution 
of 2-mm and 2-bit DOI encoding [74]. 

 

Fig. (20). Continuous DOI encoding methods. (A) Dual-end light 

readout. (B) Monolithic crystal slab. (C) Quasi-monolithic crystal array. 
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APPLICATION-SPECIFIC SYSTEMS 

 It is likely that application-specific PET scanners, which 
are designed for specific applications or organs to maximize 
PET performance, will be increasingly used to assess 
patients. Before PET was generally available for clinical use, 
few PET or PET/CT scanners were available in nuclear 
medicine departments or PET centers even at university 
hospitals, and these were used for various clinical purposes 
and for research studies. Whole-body PET scans for cancer 
detection are the most frequently performed studies. Thus, 
the bore sizes of conventional (whole body) PET/CT 
scanners are sufficiently large to scan any part of the body 
and can be optimized with respect to torso size. However, as 
the numbers of PET studies conducted are increasing due to 
the wide recognition of the usefulness of PET for clinical 
work-up, smaller and larger PET scanners than the 
conventional one are beginning to catch on as new 
diagnostic tools. 

Brain-Dedicated PET 

 Brain-dedicated PET scanners are design to provide 
detailed anatomical information and improved quantitative 
accuracy. They have smaller ring diameters (40~50 cm) and 

crystal sizes (2~4 mm) than whole-body PET/CT scanners to 
increase spatial resolution, sensitivity, and image quality 
(Fig. 21) [41, 52, 75-77]. For example, the Siemens HRRT 
PET scanner has a ring diameter of 46.9 cm and an axial 
field-of-view (FOV) of 25.2 cm, a transaxial spatial 
resolution of below 2.5 mm (when images were 
reconstructed using the OSEM algorithm), and an absolute 
line sensitivity of above 2.5% (when the energy window is 
set at 400~650 keV) at the center of a FOV [78, 79]. In 
addition, its resolution uniformity at the periphery of its FOV 
is much better than those of whole-body PET scanners 
because dual layer scintillation crystals with different 
scintillation decay times (LSO and LYSO in the latest HRRT 
version) provide information on the DOI of each incident 
gamma ray in the crystal block. 

 The improved ability of brain-dedicated PET scanners to 
identify small brain structures and to assess regional brain 
activity reliably has been demonstrated (Fig. 22) [80, 81]. 
However, despite these advantages, the clinical uses of 
brain-dedicated PET or PET/CT scanners have been limited 
primarily due to their marginal cost-effectiveness in the 
hospital environment. However, it should be noted that the 
potential for the clinical use of brain-dedicated PET or 

 

Fig. (21). Brain-dedicated PET scanners. (A) Siemens HRRT. (B) Philips G-PET. (C) PhotoDetection Systems NeuroPET. (D) NIRS jPET-

D4. (Reprinted from [77, 79, 102]; Courtesy of PhotoDetection Systems). 
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PET/CT scanners remains open because molecular brain 
imaging agents are a topic of active research, particularly for 
the early accurate diagnosis of neurodegenerative disorders 
[82-84]. NeuroPET™ of PhotoDetection Systems Inc. shown 
in Fig. (21C) is a brain-dedicated PET system that is 
commercially available. 

 

Fig. (22). PET images acquired using brain-dedicated cameras. 

(Reprinted from [77]). 

Breast-Dedicated Positron Imaging Systems 

 Breast-dedicated positron imaging systems have received 
much attention because breast caner is the most common 
cancer in woman, and its incidence continues to increase. In 
addition, an optimized design for breast imaging is required. 
Although early diagnosis is important in breast cancer, 
whole-body PET/CT examinations are limited for the 
detection of small breast masses, and the spatial resolutions 
of breast images acquired by conventional whole-body 
PET/CT are appreciably worse than vendor specifications 
measured at the center of gantries because breasts are placed 
at the periphery of PET FOVs. Accordingly, the sensitivity 
of PET for the detection of breast masses smaller than 1 cm 
is less than 60%. 

 Breast-dedicated scanners commonly involve placing the 
detectors close to breasts, but several other design ideas have 
been suggested (Fig. 23) [85]. Positron emission 
mammography (PEM) systems consist of two parallel 
detectors that do not rotate, and these provide slice data 
parallel to detectors using focal plane tomographic 
techniques (or limited-angle tomography) (Fig. 24) [86, 87]. 
Usually, the breasts are compressed by the detector head to 
spread out breast tissues and provide a view similar to that of 
X-ray mammography [88]. This open geometry allows 
detector distance to be adjusted for scanning breasts of 
different sizes and for performing needle biopsies while 
patients lay or sit in the scanner [21, 89]. DOI measurement 
would not be essential for PEM cameras because the 
incidence angles of the gamma rays relative to the long axes 
of scintillation crystals are relatively small. Naviscan is the 

first commercially available PEM scanner that provides a 2 
mm spatial resolution in plane. The shortcomings of these 
PEM systems using focal plane tomography that received 
most attention are the significant image blurring that occurs 
along the axis perpendicular to the detector plane and the 
broad background noise, which reduces image contrast [21, 
89]. Although an iterative reconstruction algorithm that 
provides accurate modeling of statistical noise and detector 
response was devised to solve the above problems due to 
limited angular coverage of PEM systems with two parallel 
detectors, convergence required several hours depending on 
data size [87]. 

 

Fig. (23). Various design concepts for breast-dedicated positron 

imaging devices. (Reprinted from [85]). 

 Widening the angular coverage by rotating the planar 
detectors or utilizing a full ring or rectangular camera 
geometry provide the most direct ways of coping with the 
limitations of limited-angle tomography and of providing 
isotropic resolution in all three dimensions. High geometrical 
detection efficiency can be achieved using the full ring and 
the rectangular designs, and simulation studies have shown 
that the count rate performances of these cameras are better 
than those of cameras with two parallel detectors [85, 90]. 
On the other hand, rotating planar detectors allow easier 
access to the breast for biopsy, although some photons loss 
occurs at gaps between the detectors [89]. 

 Use of stationary partial ring (or split ring) detectors 
provides a possible compromise between the approaches 
mentioned above, and the distortions and artifacts associated 
with the limited angular coverage of the partial ring design 
could be significantly reduced by incorporating TOF 
information or Bayesian reconstruction algorithms [21, 91]. 

Hybrid Breast PET Systems 

 Multi-modal combinations of breast-dedicated imaging 
systems are being actively researched. Preliminary clinical 
results obtained using a prototype breast-dedicated PET/CT 
scanner were recently reported [92, 93]. In this study, a cone-
beam CT consisting of an X-ray tube and a flat-panel 



204   The Open Nuclear Medicine Journal, 2010, Volume 2 Jae Sung Lee 

detector was integrated with a rotating dual-head PET (Fig. 
25). Dedicated breast CT using a digital flat-panel detector 
has potential advantages over conventional X-ray 
mammography and whole-body CT, namely, it provides 
clearer images of suspected lesions by overcoming the tissue 
superposition problem of mammography and higher spatial 
resolutions and tumor contrast than conventional CT [94, 

95]. Diagnostic confidence in and the quantitative accuracy 
of PET assessments is possibly also enhanced by the 
anatomical and functional information provided by breast-
dedicated CT. 

 The Brookhaven National Laboratory group is currently 
developing a simultaneous breast PET/MRI. Synergistic 
effects are anticipated due to the combination of high 

 

Fig. (24). Positron emission mammography (PEM). (A) Device. (B) Image (Reprinted from [88]). 

 

Fig. (25). Hybrid breast imaging system (combination of PEM and x-ray CT). (A) Device. (B) Images. (Reprinted from [92, 93]). 
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sensitivity and accurate anatomical information provided by 
MRI and the high specificity and unique biochemical 
information provided by PET [96]. For this purpose, they 
have incorporated their APD-based PET detectors, which 
were developed for conscious rat brain imaging (RatCAP 
scanner), with breast specific MRI scanners manufactured by 
Aurora Imaging Technology (Fig. 26). 

 

Fig. (26). Breast PET/MRI (A) Conceptual drawing of PET insert 

and MR coil. (B) Prototype PET insert. (Reprinted from [96]). 

 In addition to the technical advances achieved, new 
radiopharmaceuticals that can overcome the limited 
diagnostic performance of [

18
F]FDG will undoubtedly play 

important roles in the wider use of breast-specific PET 
scanners. Actually, PET radiotracers promising for breast 
cancer imaging are being actively investigated. For example, 
[

18
F]fluoroestradiol (FES; an estrogen receptor antagonist) 

and radioligands for HER2 receptor (human epidermal 
growth factor receptor type 2) are candidate 
radiopharmaceuticals for breast cancer imaging [97, 98]. 

Transformable PET 

 In parallel with approaches targeting the use of organ-
specific PET scanners, efforts are also being made to 
develop a ‘transformable’ PET system. In particular, a group 
at the University of Texas led by W-H. Wong have 
developed a transformable PET camera [99, 100] that can 
adaptively change PET ring geometry to suit the dimensions 
of the object imaged (Fig. 27). This approach involves 12 
rectangular BGO detector modules with a 13 x 21 cm

2
 

detection area that can be rotated by 90
o
 about their 

individual axis and translated in a radial direction to change 
the ring diameter. Therefore, this camera can have two ring 
geometries, namely, a diameter of 83 cm and an axial FOV 
of 13 cm for whole-body imaging or a diameter of 54 cm and 
axial FOV of 21 cm for brain/breast imaging. Although the 
relatively short axial FOV in whole-body mode and the long-
term stability of fine mechanical movements are matters of 
clinical and technical concern, the concept of a transformable 
PET geometry is attractive, because it allows optimized PET 
images to be obtained for specific applications. 

Large-Bore PET 

 There is also a need to increase the ring diameters of PET 
and CT gantries. Radiation therapy planning procedures 
require an imaging system with a sufficiently large bore to 
provide flexibility with respect to patient position. The 
Philips GEMINI TF Big bore PET/CT has a bore size of 85 
cm which is larger than the standard TOF PET/CT scanner 
(70 cm bore size) offered by Philips (Fig. 28). To increase 
the bore size, the inner diameter of annular lead shielding at 
the axial end of the PET ring is changed from 71.2 cm to 
86.4 cm. 

DISCUSSION 

 In this paper, recent advances in PET and related hybrid 
imaging systems used for clinical and research purposes has 
been reviewed. The improved technologies in PET hardware 

 

Fig. (27). Transformable PET (A) Brain mode. (B) Whole-body mode. (Reprinted from [100]). 
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and software have been leaded to the significant 
enhancements in the physical performances of the PET 
devices. However, it seems that there is no enough 
convincing data yet to clearly elucidate how these 
enhancements has contributed to the increased reliability of 
the clinical interpretation and research outcomes. Further 
more investigations are expected to justify the biological 
benefits of these technical advances although, sometimes, 
they are not easily measurable. 

 

Fig. (28). Large Bore PET (Courtesy of Philips Medical). 

 It is highly likely that PET/MRI will play its important 
roles in the biomedical practices and investigations as a 
compensatory or alternative hybrid PET imaging modality to 
the conventional PET/CT. However the technologies 
illustrated in this paper have been mostly developed and 
validated using the PMT-based PET detectors under no 
influence of strong external magnetic field. Because the 
semiconductor photo-sensors or optical fibers employed in 
the PET/MRI devices usually involve the alternation of 
detector characteristics, such as the energy, timing and 
spatial resolutions and signal to noise ratio of output signals, 
the feasibility of these technologies should be manifested for 
PET/MRI devices through the further investigations. 

 Although the application-specific PET cameras have 
longstanding history of investigations, the commercialization 
of these devices is on the early stage. In addition, their 
success in the market cannot be easily predicted because 
there are many non-technical factors that influence the fate 
of biomedical devices. Outstanding physical and clinical 
performances as well as the minimized additional cost and 
improved patient’s convenience would be the least 
requirements to make their commercial success. 
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